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Abstract- The applicability of multiple exposure time based 
LASCA was demonstrated on skin blood perfusion monitoring. 
The method was compared to /^-corrected and non-corrected 
single exposure time measurements while the data simultaneously 
recorded by a laser Doppler system were used as reference. The 
skin of the forearm was illuminated with the light of an 808 nm 
laser diode. Speckle images were recorded in the exposure time 
range of 1-100 ms and relative perfusion changes caused by 
ischemia were determined. The results showed an obvious 
nonlinear relationship between the data of the non-corrected 
single exposure time LASCA method and the laser Doppler 
system, while a good linearity was observed for the multiple 
exposure time method with a correlation factor of 0.83. 
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I. INTRODUCTION 

Since the study of Fercher and Briers [1], Laser Speckle 
Contrast Analysis (LASCA) has been a commonly used 
method for determination of blood flow due to the simplicity 
and relatively low cost of a LASCA imaging system. 
Theoretically, an accuracy near to that of a scanning Doppler 
system can be achieved during the real time monitoring of a 
relatively large area of interest, while the imaging of the same 
area with the scanning Doppler method can take minutes (with 
a sampling rate of -30 pixel per second). The laser Doppler 
imaging technique based on high speed cameras (frame rate 
around 20 kHz) can result in a significantly decreased imaging 
time as compared to the scanning method (e.g. 5 frames/s for 
128x128 pixel resolution [2]), however, due to the high costs 
of such cameras their wide-use is improbable in the near future. 

The main application area of LASCA is the monitoring of 
cerebral ([3]-[7]) and ocular ([8]-[10]) perfusion, while its 
applicability for skin perfusion measurements is limited by the 
strong static scattering of the surface ([11]- [13]) and the 
motion of the cutaneous tissue. 

During LASCA the studied surface is illuminated with a 
laser beam while a digital camera images the monitored surface 
and records the interference pattern (laser speckle) formed by 
the scattered light. The evaluation is based on the calculation of 
the K local spatial contrast of the laser speckle images, where K 
is defined as the ratio of the standard deviation and the average 
of the intensity values of the pixels. In most cases, the contrast 
is calculated on 5x5 or 7x7 pixel areas. Theoretically, for 
infinitely short exposure times the value of the contrast can 



reach 1, K(0) = \, while for infinitely long exposure times the 

contrast tends to 0, AT(oo) = . Bandyopadhyay et. al. [14] 

modified the formula derived by Fercher and Briers [1] by 
introducing a triangular averaging factor resulting in the 
following relation: 
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where T is the exposure time and z is the autocorrelation decay 
time of the speckle intensity fluctuations, r is also inversely 
proportional to the average blood velocity, so it is the key 
parameter for describing the intensity of the blood perfusion. In 
practice, due to multiple scattering, depolarization, etc. the 
contrast tends to a value less than 1 for short exposure time 
values. By including the /? coherence factor introduced by 
Rojas et al. [15], Equation (1) changes to 
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The above formulas allow the determination of the 
correlation time based on the contrast analysis of images 
recorded with a single exposure time value. However, even 
Equation (2) cannot correctly describe the exposure time 
dependence of the contrast if static scattering is present on the 
sample (e.g. scattering from the surface of the skin). For a 
possible solution of this deficiency of the formula Smausz et al. 
[16], [17] proposed the use of a modified, simple semi- 
empirical formula accompanied with the recording of series of 
speckle images with different exposure times: 
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where Pj plays a role similar to the /3 coherence factor, and P 2 
characterizes the contribution of the static (time-independent) 
scattering to the speckle pattern, v is determined by fitting 
Equation (3) to the local contrast data obtained at different 
exposure time values covering a range of 2-3 orders of 
magnitude. Since there are three fitting parameters (PI, P2 and 
r) the calculation requires at least three different exposure time 
values. This method was compared to the non-corrected and 
the /^-corrected evaluation methods during the measurement of 
cerebral blood flow of piglets [18]. 
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The model developed by Zakharov et al. [19] also takes the 
static scattering into account, while still using single exposure 
time image capturing. Their method utilizes a white paper to 
determine the value of the fj coherence factor, while the static 
scattering is calculated by cross-correlating consecutive image 
pairs. The applicability of this method was demonstrated in 
cerebral blood flow monitoring. The cross-correlating process 
of images requires a well-positioned area which is readily 
obtained when the scull is fixed in stereotactic frame. However, 
that stability can not be easily realized in case of skin perfusion 
measurements when the finest movements (e.g. from tremor of 
the monitored forearm) cause a variation in both of the static 
and dynamic component of the speckle pattern. Further 
multiple exposure time speckle contrast analysis methods were 
elaborated by Parthasarathy et al. [20] and Rege et. al. [21], 
who tested their methods on synthetic samples and cerebral 
tissue, respectively. Thompson et. al. compared multiple 
exposure laser speckle imaging and laser Doppler flowmetry 
by performing computer based simulations and real-time 
measurements on milk and skin [22]. They found that the 
power spectral density of the intensity fluctuations computed 
from the autocorrelation function (derived from the spatial 
speckle contrast) and the laser Doppler method show similar 
characteristics. This indicates that LASCA may be just as 
quantitative as the laser Doppler method, however, they have 
not performed quantitative blood flow monitoring. Their 
method does not require any assumptions on the velocity 
distribution, and they also showed that the Lorentzian velocity 
distribution might not be the most suitable in every case for the 
determination of the correlation time. 

The aim of the present study is to prove the effectiveness of 
the multiple exposure time based measurement method when 
monitoring the blood perfusion of skin where the dynamics of 
the speckle pattern is strongly influenced by static light 
scattering. As reference, simultaneous measurements were 
performed with laser Doppler flowmetry, which is widely used 
for skin perfusion monitoring. 

II. EXPERIMENTAL SETUP 

The blood perfusion measurements were performed on the 
skin of the forearm. The skin surface was illuminated by the 
polarised light of a near infrared diode laser (808 nm 
wavelength, 200 mW maximum output power) in an area of ~1 
cm 2 with approx. 15 inclination as compared to the normal of 
the surface. To avoid any changes of the properties of the light 
beam, the temperature and the current of the laser diode needed 
to be precisely set to a constant value. The speckle images were 
recorded by a Pixelink PL-B771F monochrome camera 
(1280x1024 pixels) equipped with a colour filter and a 
polarizer. The polarizer was set as to minimize the direct 
reflection from the illuminated skin surface (Fig. 1). 25 images 
were recorded for each applied exposure time values (1, 2, 5, 
10, 20, 50 and 100 ms, respectively) at a frame rate of 6 to 10 
fps depending on the actual exposure time. Since several 
exposure time values were applied, the average greyscale 
intensity had to be assured by a computer controlled variable 
neutral density filter. The recording and data processing were 
realised with a home-made software running in LabVIEW 
environment. 

Simultaneously to the speckle measurements, blood 
perfusion was measured with a two channel Periflux 4000 laser 
Doppler system operating at 635 nm wavelength. The flow rate 
was obtained in perfusion units, which is further referred in the 
present paper as Laser Doppler Perfusion Unit (LDPU). Since 



the simultaneous measurement of the same area with both the 
LASCA and laser Doppler system was not possible, the 
Doppler probes were placed around the area monitored by the 
speckle system, as shown in Fig. 1 (the diameter of the probe 
holders was 35 mm, core diameter 0.125 mm, 0.25 mm fibre 
separation). The studied surfaces were chosen as to avoid large, 
visible blood vessels. 




Holders of ihe 

Doppler probes 



Fig. 1 The experimental setup consisting of a laser speckle and a commercial 
laser Doppler system 

III. Image processing 

The contrast maps were obtained by the calculation of the 
local contrast on 5x5 pixel areas. For further calculations, the 
contrast was averaged over an area corresponding to 
~2mmx2mm skin surface for every image. 

The correlation times were calculated by using three 
different methods and the 1/ris referred in the present paper as 
Speckle Contrast measured Perfusion Unit (SCPU): 

i) Conventional single exposure: Only images recorded 
with 10 ms exposure time were considered and the correlation 
time was calculated from equation (1), which supposes an ideal 
case when the contrast values are in the range of [0, 1] 
depending on the exposure time and actual correlation time 
(*,(()) =1, K l (^) = 0). 

ii) P corrected single exposure: Only images recorded with 
10 ms exposure time were considered and the correlation time 
was calculated from equation (2) which takes the /? coherence 
factor into account, however it still neglects the contribution of 

the static scattering ( K 2 (0) = < 1 , A: 2 (oo) = ). The was 

determined from the speckle contrast of images recorded from 
a white paper sheet placed at the object plane of the camera as 
proposed in the literature. 

Hi) Multi-exposure: The images recorded with all the 
applied exposure times were taken into account and the 
correlation time is calculated by fitting of the equation (3) to 
the measured contrast values. 

IV. RESULTS AND DISCUSSION 

The absolute perfusion value in the skin (and also the 
correlation time in LASCA measurements) strongly depends 
on the actually investigated area and differs from person to 
person. Since the Doppler probes could not be directly placed 
on the area monitored by the LASCA system, therefore relative 
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perfusion changes were measured instead of the use of the 
absolute perfusion unit values. Three series of multiple 
exposure time images were captured within every set of 
measurements (a baseline, one after applying ischemia and one 
after the reperfusion) while Doppler signal was continuously 
recorded. The first image series was recorded on the resting 
forearm, and the measured LDPU and SCPU values were 
regarded as 100%. Then ischemia was applied by pumping the 
cuff of a sphygmomanometer 30 mmHg above the systolic 
pressure. When the Doppler measurement indicated a stabilized 
perfusion value, the second series of speckle images were 
recorded. The third series was captured after the cuff was 
released (reperfusion) and the blood perfusion value stabilized. 
The relative perfusion values after ischemia and reperfusion 
were determined from speckle images with all three calculation 
methods and compared to the data of laser Doppler 
measurements. Although the wavelength used in LASCA and 
Doppler measurements were different, a study of Abbot et al. 
[23] indicated that results of Doppler imaging using red and 
infrared light, respectively, are similar on normal (healthy) skin 
of dorsal hand, if there are no larger vessels under the skin that 
could influence the results given by the deeper penetrating 
near-infrared light. 

Measurements were performed on seven healthy volunteers 
aged between 20 and 35. On the same day two measurements 
were performed on the same person with 20 minutes resting 
time between them. A part of the measurements were unusable 
due to the significant displacement of the arm during the 
measurement. 

Figure 2 shows an example for contrast values calculated 
for different exposure times. The contrast values which were 
determined for each image captured at the same exposure time, 
have a fluctuation due to the statistical noise and the fine 
random movements of the skin. The movements obviously lead 
to a slight decrease of the measured contrast (blurring), 
especially in case of higher exposure times. The graph also 
shows the curves obtained with the three evaluation methods 
fitted on the contrast data. It is clearly visible that the Kj(T) 
curve corresponding to the single exposure time method (z) is 
strongly deviated from the experimental contrast values, except 
for the 10 ms data, since determination of the correlation time 
is based on this exposure time. The use of (3 correction factor 
(ji) results in a better agreement between the theoretical K 2 (T) 
curve and experimental data. The best agreement can be 
achieved by fitting equation (3) to the contrast values measured 
for all the exposure times. In this case, the K 3 (T) fits to the data 
well within the uncertainty of the measured values. 

Figure 3 shows the relative perfusion values measured by 
the three LASCA evaluation methods as compared to the 
relative perfusion measured with the Doppler flowmeter. A line 
with a slope value of 1 is also shown on the figures to make the 
agree ment/dis agreement between the measured perfusion 
values more evident. The strong deviation of the experimental 
data can be the result of two main factors: the natural 
differences between the samples, and the non-uniform response 
of the different areas of the tissue. In most cases, when 
measurements are performed on biological tissues, the natural 
differences between the samples lead to a relatively high 
standard deviation. In the case of an evident tendency, this can 
be accepted if several data points are present. There is an 
evident discrepancy between the LASCA and laser Doppler 
measurements in the case of using method (/) (Figure 3. a, 
single exposure time without correction). In the same time, the 
best agreement can be reached by the use of multiple exposure 
time analysis (Hi), which can be seen in Figure 3.c. 
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Fig. 2 Speckle contrast measured on forearm skin and curve fittings 
corresponding to the three evaluation methods as the function of the exposure 
time. The single exposure (K1(T)) and fj corrected single exposure (K2(T)) 
analysis is based on the data measured at 10 ms exposure time, while the multi- 
exposure (K3(T)) evaluation method takes the data at every exposure times 
into account. 

In order to get a quantitative value for the correlation 
between the different LASCA evaluations and the LD method, 
a straight line crossing the (100%, 100%) coordinates was 
fitted on the results. The slope of the line is a linear correlation 
factor, which gives the average ratio of the perfusion changes 
(ASCPU/ALDPU) measured with the LASCA and the laser 
Doppler system. The correlation factors were 0.67, 0.75 and 
0.83 for the non-corrected single exposure, ji corrected single 
exposure and multi-exposure methods, respectively. This 
indicates that there is an underestimation of the changes 
indicated by the Doppler measurements for all the three 
speckle evaluation methods. By taking a closer look onto the 
position of the data points along the fitted lines, it can be seen 
well that in the case of the multi-exposure method the points 
are uniformly distributed along the two sides of the line (Figure 
3.c). In the same time there is an obvious non-linear behaviour 
in the case of (non corrected) single exposure (Figure 3. a): in 
the LDPU range of -80-140% there is a relatively small change 
in the SCPU values, while in the case of lower perfusion values 
the ASCPU/ALDPU is much higher. Therefore the linear 
correlation factor of 0.67 obtained for the whole studied range 
can be only used as a rough estimation for the correlation 
between the single exposure LASCA and LD data. The 
application of the ji correction eliminates the non-linear 
behaviour (Figure 3.b). Roustit et. al. [24] compared Doppler 
data with speckle analysis on forearm skin using a commercial 
LASCA setup only utilizing ft corrected single exposure time 
analysis. Although there was a good reproducibility for the 
speckle results, they also found that there is a nonlinear 
relationship between the real tissue perfusion and the results of 
the p corrected single exposure time based speckle analysis. 
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Fig. 3 Correlation between the LDPU and SCPU values for single exposure 
measurements (a), /? corrected single exposure (b) and multiple exposure time 
method (c). Solid lines are linear fittings to crossing the (100%, 100%) point. 
Dotted lines correspond to the perfect match between the LASCA and LD 
measurements. 

The results indicate that the contribution of the static 
scattering from the skin surface cannot be disregarded during 
laser speckle contrast analysis, which is a deficiency of 
conventional single exposure time methods. This is the reason 
of the relatively good agreement of the results given by the 
multiple exposure time analysis with the laser Doppler data. 
Though a -17% underestimation of the measured perfusion 
change was observed as compared to the Doppler data, it may 
be attributed to the fine movements of the arm during the 
measurements which cause slight decreases of the speckle 
image contrast. These fine movements did not influence the 
Doppler signal since the probes were fixed on the surface of 
the skin. 

Another outcome of the experiments is the proof of 
significant alteration of the K(0) short exposure- and K(co) long 
exposure speckle contrast when the skin perfusion varies. As 
Figure 4 shows, the application of ischemia shifted the 
exposure time - contrast curve towards higher contrast values 
as compared to the initial state, while the reperfusion caused a 
decrease of the contrast. If the scattering properties would 
remain unchanged, the variation of the correlation time would 
only shift the exposure time - contrast curve parallel to the time 
axis. The explanation of the observed change of the fitting 
parameters is that the red blood cells and the static components 
have different scattering properties, and the alteration of the 
perfusion influences the ratio of the light originating from the 
two types of scatterers. Therefore the use of a single 
predetermined /? value can lead to significant measurement 
errors when a wide range dynamics of blood perfusion is 
monitored. The application of multi-exposure method 
eliminates this deficiency by the continuous reconstruction of 
the actual K(T) curve. 



Fig. 4 Dependence of the speckle contrast on the exposure time for the same 
skin area for different perfusion states. Lines are fittings to the measured data. 
The relative perfusion values obtained with multi-exposure evaluation method 
are also indicated. 

Another advantage of the multiple exposure time method is 
the flexibility of the system. Any variation in the optical 
settings of the imaging system (change of working distance and 
aperture) leads to a change in the local speckle contrast. 
Therefore in such cases the use of single exposure time with 
the P correction requires the recalibration (determination of the 
new P value) for the whole field of view, while such a 
calibration is not needed in case of the analysis of multiple 
exposure time images. 

Since this multi-exposure method requires the recording of 
images with different exposure times, the temporal resolution 
is obviously lower than in case of single exposure time 
measurements. The aim of the present study was to 
demonstrate the viability of the multiple exposure time 
evaluation method, our setup was not optimized for increased 
temporal resolution. The optimisation for both the repetition 
rate and the elimination of the effects of the statistical noise 
requires further experiments. The K 3 (T) function contains three 
parameters (Pj, P 2 and r), therefore the fitting requires the use 
of at least three different and well separated exposure times: a 
short one, an exposure time from the steeper part of the K(T) 
curve and a longer exposure time (e.g. 1, 10 and 100 ms, 
respectively). As a first approach, with the continuous 
alteration of the exposure time from frame to frame and the 
recording of a set of 3 images (1, 10 and 100 ms, respectively) 
can be easily realised with a period time of -200 ms. This 
technique would offer an acceptable lateral resolution and the 
determination of the correlation time with the repetition rate of 
5 fps. 

V. CONCLUSIONS 
Our earlier developed multiple exposure time based laser 
speckle contrast analysis method was compared to single 
exposure time evaluation procedures generally used for 
perfusion measurements. It is well known that the conventional 
single exposure time analysis methods can give only qualitative 
information on the perfusion changes when measurements are 
performed on skin, where the scattering from the stationary 
cutaneous tissue - in addition to the light scattered from the 
moving red blood cells - strongly contributes to the formation 
of the detected speckle pattern. Measurements were performed 
on forearm skin where relative perfusion changes caused by the 
application of ischemia were measured. Laser Doppler 
flowmetry was used to obtain reference data. The measured 
relative changes show an obvious nonlinear response for the 
non-corrected single exposure time evaluation when compared 



P&O Volume 1, Issue 2 July 2012 PP. 28-32 www.jpo-journal.org ©World Academic Publishing 

31 



Photonics and Optoelectronics 



P&O 



to the Doppler data. The use of /? correction significantly 
improves the accuracy. However, the best agreement with a 
linear correlation factor of 0.83 between the speckle and 
Doppler data was obtained by the use of multiple exposure 
times. The method was able to take the contribution of the 
static scattering into consideration and to handle the actual 
influence of the perfusion to the forming speckle pattern, which 
heavily affect the scattering properties of the sample. The 
existing discrepancy between the SCPU and LDPU data may 
be attributed to the fine movements of the arm during the 
measurements. 

Concerning the speed of the different procedures, while for 
single exposure methods a contrast map can be obtained from 
every captured speckle image, our technique requires the 
recording of at least three images with different exposure times 
which presumably still can allow a contrast map repetition rate 
of approximately 5 fps depending on the applied exposure time 
values. 

The linear relationship between the results of multiple 
exposure speckle method and the laser Doppler measurements 
obtained for a wide perfusion range demonstrate the flexibility 
and efficiency of our procedure. 

ACKNOWLEDGMENT 

The study was funded by the National Development 
Agency of Hungary with financial support from the Research 
and Technology Innovation Fund (OTKA-F-67816, OTKA- 
CNK-78549 and OTKA-K-81266) and the 
HURO/0901/137/2.2.2 and HURO/0901/069 grants from the 
EU. We would like to thank Mrs. Valeria Toth-Szuki for the 
technical assistance in laser Doppler measurements. 

References 

[1] A. F. Fercher and J. D. Briers, "Flow Visualization by Means of Single- 
Exposure Speckle Photography," Opt. Commun. vol. 37, pp. 326-330, 
1981. 

[2] M. Draijer, E. Hondebrink, T. van Leeuwen, and W. Steenbergen, 
'Twente Optical Perfusion Camera: system overview and performance 
for video rate laser Doppler perfusion imaging," Opt. Express vol. 10, 
pp. 3581-3689, 2009. 

[3] A. K. Dunn, A. Devor, H. Bolay, M. L. Andermann, M. A. Moskowitz, 
A. M. Dale, and D. A. Boas, "Simultaneous imaging of total cerebral 
hemoglobin concentration, oxygenation, and blood flow during 
functional activation," Opt. Lett. vol. 28, pp. 28-30, 2003. 

[4] A. Kharlamov, B. R. Brown, K. A. Easley, and S. C. Jones, 
"Heterogeneous response of cerebral blood flow to hypotension 
demonstrated by laser speckle imaging flowmetry in rats," Neurosci. 
Lett. Suppl. vol. 368, pp. 151-156, 2004. 

[5] P. C. Li, S. L. Ni, L. Zhang, S. Q. Zeng, and Q. M. Luo, "Imaging 
cerebral blood flow through the intact rat skull with temporal laser 
speckle imaging," Opt. Lett. vol. 31, pp. 1824-1826, 2006. 

[6] E. Farkas, F. Bari, and T. P. Obrenovitch, "Multi-modal imaging of 
anoxic depolarization and hemodynamic changes induced by cardiac 
arrest in the rat cerebral cortex," Neuroimage vol. 51, pp. 734-742, 2010. 

[7] S. Yuan, A. Devor, D. A. Boas, and A. K. Dunn, "Determination of 
optimal exposure time for imaging of blood flow changes with laser 
speckle contrast imaging," Appl. Opt. vol. 44, pp. 1823-1830, 2005. 



[8] Y. Aizu, K. Ogino, T. Sugita, T. Yamamoto, N. Takai, and T. Asakura, 
"Evaluation of blood flow at ocular fundus by using laser speckle," Appl. 
Opt. vol. 31, pp. 3020-3029, 1992. 

[9] M. Nagahara, Y. Tamaki, M. Araie, and H. Fujii, "Real-time blood 
velocity measurements in human retinal vein using the laser speckle 
phenomenon," Jpn. J. Ophthalmol vol. 43, pp. 186-195, 1999. 

[10] A. I. Srienc, Z. L. Kurth-Nelson, and E. A. Newman, "Imaging retinal 
blood flow with laser speckle flowmetry," Front. Neuroenerg. 2:128. 
doi: 10.3389/fnene.2010.00128, 2010. 

[11] K. R. Forrester, C. Stewart, J. Tulip, C. Leonard, and R. C. Bray, 
"Comparison of laser speckle and laser Doppler perfusion imaging: 
measurement in human skin and rabbit articular tissue," Med. Biol. Eng. 
Comput. vol. 40, pp. 687-697, 2002. 

[12] C. J. Stewart, R. Frank, K. R. Forrester, J. Tulip, R. Lindsay, and R. C. 
Bray, "A comparison of two laser-based methods for determination of 
burn scar perfusion: Laser Doppler versus laser speckle imaging," Burns 
vol. 31, pp. 744-752, 2005. 

[13] B. Ruth, J. Schmand, and D. Abendroth, "Noncontact determination of 
skin blood flow using the laser speckle method: Application to patients 
with peripheral arterial occlusive disease (PAOD) and to type-I 
diabetics," Lasers Surg. Med. vol. 13, pp. 179-188, 2005. 

[14] R. Bandyopadhyay, A. S. Gittings, S. S. Suh, P. K. Dixon, and D. J. 
Durian, "Speckle-visibility spectroscopy: a tool to study time-varying 
dynamics," Rev. Sci. lustrum, vol. 76, 093110, 2005. 

[15] L. F. Rojas, D. Lacoste, R. Lenke, P. Schurtenberger, and F. Scheffold, 
"Depolarization of backscattered linearly polarized light," J. Opt. Soc. 
Am. A vol. 21, pp. 1799-1804, 2004. 

[16] T. Smausz, D. Zolei, and B. Hopp, "Determination of Real Correlation 
Time and Calibration in Laser Speckle Contrast Analysis," in Book of 
abstracts of 16th Int. Conf. on Advanced Laser Technologies 2008, 
(ISBN 978-963-06-5737-2, LaserSkill Ltd.). 

[17] T. Smausz, D. Zolei. B. Hopp, "Real correlation time measurement in 
laser speckle contrast analysis using wide exposure time range images" 
Appl. Opt. vol. 48, pp. 1425-1429, 2009. 

[18] F. Domoki, D. Zolei, O. Olah, V. Toth-Szuki, B. Hopp, F. Bari, T. 
Smausz, "Evaluation of laser-speckle contrast image analysis techniques 
in the cortical microcirculation of piglets," Microvasc. Res. vol. 83, pp. 
311-317,2012. 

[19] P. Zakharov, A. C. Volker, M. T. Wyss, F. Haiss, N. Calcinaghi, C. 
Zunzunegui, A. Buck, F. Scheffold, B. Weber, "Dynamic laser speckle 
imaging of cerebral blood flow," Opt. Express vol. 17, pp. 13904-13917, 
2009. 

[20] A. B. Parthasarathy, W. J. Tom, A. Gopal, X. Zhang and A. K. Dunn, 
"Robust flow measurement with multi-exposure speckle imaging," Opt. 
Express vol. 16, pp. 1975-1989, 2008. 

[21] A. Rege, K. Murari, A. Seifert, and N. V. Thakor, "Multiexposure laser 
speckle contrast imaging of the angiogenic microenvironment," /. 
Biomed. Opt. vol 16, 056006, 2011. 

[22] O. B. Thompson and M. K. Andrews: "Tissue perfusion measurements, 
Multiple-exposure laser speckle analysis generates laser doppler-like 
spectra," J. Biomed. Opt. vol. 15, 027015, 2010. 

[23] N. C. Abbot, W. R. Ferrell, J. C. Lockhart, J. G. Lowe, "Laser Doppler 
perfusion imaging of skin blood flow using red and near-infrared 
sources," J Invest Dermatol, vol. 107, pp. 882-886, 1996. 

[24] M. Roustit, C. Millet, S. Blaise, B. Dufournet, J.L Cracowski, 
"Excellent reproducibility of laser speckle contrast imaging to assess 
skin microvascular reactivity," Microvasc. Res. vol. 80, pp. 505-511, 
2010. 



P&O Volume 1, Issue 2 July 2012 PP. 28-32 www.jpo-journal.org ©World Academic Publishing 

32 



